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Abstract
The Richtlinie der Bundesärztekammer zur Qualitätssicherung labora-
toriumsmedizinischer Untersuchungen (Guideline of the German Med-

Bundesärztekammer
(German Medical
Association)1ical Association onQuality Assurance inMedical Laboratory Examinations

– Rili-BAEK) has been completed and published in a revised version in
Instand e.V.22014 (Deutsches Ärzteblatt, Jg. 111, Heft 38, 19. September 2014,

A1583-A1618).
The development of quality management regulations for medical
laboratories in Germany already started in 1971 with the publication

1 Berlin, Germany

2 Düsseldorf, Germanyof the first “Guidelines of the GermanMedical Association for Statistical
Quality Control and Proficiency Testing in the Field of Medical Science”
(Richtlinien der Bundesärztekammer zur Durchführung der statistischen
Qualitätskontrolle und von Ringversuchen im Bereich der Heilkunde;
Deutsches Ärzteblatt 1971, 30, 2228ff.) These guidelines were after-
wards modified and developed further in the years 1971, 1988, 2002,
and finally in 2008. All these guidelines including the one implemented
in 2008 primarily focused on the assessment of process quality through
internal and external quality control. Historically, parameters with
chemical and biochemical measurands and methods from serum and
plasma were addressed first, but over time, the regulations also tackled
aspects of necessary technical capabilities and the prerequisites for
high quality of analytic results in medical laboratories. In a further step,
quality regulations for the analysis of other sample materials such as
whole blood, CSF, sperm, and urine were included. Finally most other
important areas of laboratory medicine like immune hematology, the
whole field of microbiology with direct and indirect detection of patho-
gens andmolecular biology includingmoleculargenetic and cytogenetic
examination were integrated in the currently implied in the guidelines
of 2014.
The newest version of the Guideline implemented in 2014, which is
now mandatory in Germany for all laboratories performing medical
laboratory examinations of human specimens, for the first time realizes
a total quality management effort for medical laboratories according to
current national and international standards including the quality of
analytical and structural processes. Therefore, todaymedical laborator-
ies have to lay open all parts of their analytical processes including the
structure of the pre-analytic, analytic and post-analytic phases.Moreover,
the Guideline also covers analytical methods for which so far no minim-
um quality standards have been defined before. Thismakes the current
Guideline of the German Medical Association on Quality Assurance in
Medical Laboratory Examinations an important step forward towards a
significant improvement of quality in laboratory medicine.

Extended title
Guidelines of the GermanMedical Association on quality
assurance in medical laboratory testing

in accordance with the resolution passed by the Executive
Board of the German Medical Association on 23 Novem-
ber 2007, published in Deutsches Ärzteblatt, 105 (7), 15
February 2008, pages A 341-355 [1]

most recently modified/amended by resolution of the
Executive Board of the German Medical Association on
10-11 April 2014, published in Deutsches Ärzteblatt 111
(38), 19 September 2014, pages A 1583-1618 [2].
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A Basic requirements for quality
assurance in medical laboratory
testing

1 Scope

These guidelines regulate quality assurance for medical
laboratory testing in the field of medicine.
The basic requirements described in Section A of the
guidelines shall apply to all medical laboratory testing,
as shall the specific requirements for which a special Part
B is has been provided.

2 Objective

The objective of the system described in these guidelines
is to ensure quality of the testing conducted in medical
laboratories. These guidelines seek to ensure, in particu-
lar, that:

• Influencing factors and interference factors during the
pre-analytical phase are minimised

• Medical laboratory testing is conducted properly and
factors interfering with the results are identified and
minimised

• Results are correctly categorised and documented and
a report is generated.

3 Terminology

Important terminology is defined below as it is used in
these guidelines.
The definitions take into account national and internation-
al standards and terminology used inmetrology; however,
they are to be seen in context with these guidelines, so
that there may be deviations from the aforementioned
terminologies.

Accuracy

The degree of agreement between the mean of the
measured values obtained from a control period and the
target value.
This is usually quantified numerically using the systematic
error of measurement, which is inversely correlated with
accuracy.

Analyte

The constituent to be determined by the analysis.

Audit

Systematic, documented procedure to determine the ex-
tent to which established audit criteria have been met.

Central laboratory

Central laboratory means that the medical laboratory
analyses are usually performed for the entire institution
(e.g. hospital) by one single organizational unit (“medical
laboratory”) and by appropriately qualified technical per-
sonnel. The central laboratory can be an external
laboratory managed by another legal entity/operator.

Control strain

A reference culture or reference strain ofmicroorganisms,
viruses and cells which is directly obtained from an ap-
proved culture collection or from a national reference
laboratory or, where appropriate, which is adequately
characterised using suitable methods (e.g. characterisa-
tion as a round robin testing isolate, through sequencing,
through mass spectrometry). When using normative pro-
cesses (e.g. sensitivity testing), corresponding normative
control strains are to be used.

Device

Technical object or technical apparatus used to process,
analyse or manufacture something.

Document

Document includes information and storage media. For
example, records, instructions (including quality regula-
tions), method descriptions, specifications, calibration
tables, reference ranges, drawings, reports, findings,
legal provisions or standards.

Effectiveness

The effectiveness of ameasurementmethod is described
by the criteria of analytical sensitivity, analytical spe-
cificity, measurement precision, accuracy expressed in
terms of systematic error of measurement, reproducibility
expressed as random error, repeatability, measuring
range, theoretical and practical limits of detection, and
linearity.

Equipment

Equipment includes devices, reagents, control samples,
referencematerials, consumables and analysis systems.

Error limits

Deviation limits of measurements as defined by these
guidelines. If these values are exceeded, the deviations
are considered errors and require corrective measures.

Error of measurement, random (imprecision)

The difference of a measured value from the mean, the
(arithmetic) mean being calculated from an indefinite
number of repeated measurements of the same meas-
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ured parameter. The random error of measurement is
approximated by the difference between the value of the
single measurement and the arithmetic mean of the
measured values.

Error of measurement, root mean square of the

The root mean square of the error of measurement is the
degree of variance of the measured values from the
(conventional) true value of the measured parameter
(here, the target value of the control sample). It is calcu-
lated using the formula

where
Δ represents the root mean square of the error of meas-
urement
x0 represents the true value of the measured parameter;
here, the target value of the control sample
xi represents the value of single measurement
n is the number of individual measurements used for
calculation

The root mean square of the error of measurement is
mathematically related to the systematic error of meas-
urement and the empirical standard deviation of a ran-
dom sample

where
s represents the empirical standard deviation of a random
sample
δ represents the systematic error of measurement

The relative root mean square of the error of measure-
ment is calculated by dividing Δ by the target value x0.

Error of measurement, systematic (inaccuracy)

Arithmetic mean, which is calculated from an arbitrary
number of repeatedmeasurements of a parameter,minus
the true value of themeasured parameter. The systematic
error of measurement δ of a measurement method is
estimated by taking the difference between the arithmetic
mean , calculated from an appropriate number of re-
peated measurements, and the target value x0, e.g.

The relative systematic error of measurement is calcu-
lated by dividing δ by the target value x0.

Influencing factors

Influencing factors are unique to the patient being ex-
amined. These are changes in the composition of bodily

fluids as a result of illness or defects (diagnostically rel-
evant) or other biological phenomena (diagnostically irrel-
evant). They reflect the conditions within the patient.

Interfering factors

Interfering factors have an effect on medical laboratory
analyses. They interfere with the measurement methods
and thus lead to changes in the results of the analysis.
They do not represent the patient’s status.

Laboratory, medical

A medical laboratory as defined by these guidelines
means, depending on the context,

• a room, a part of a room or multiple rooms, in which
medical laboratory testing is performed (spatial defin-
ition)

• a person under whose responsibilitymedical laboratory
testing is performed (personnel definition)

• a functional or organisational unit (organisational
definition).

Laboratory testing, point of care

Point-of-care laboratory testing includesmedical laborat-
ory analyses which can be performed directly as single
measurements without sample preparation.
An important criterion for point-of-care laboratory testing
is the immediate communication of therapeutic recom-
mendations based on the laboratory analysis.

Location

Location is the geographic location (postal address) of a
company or an institution where medical laboratory test-
ing is performed.

Measurement

Sum of all actions involved in determining a measured
value.

Measurement error

The difference between a measured value and the true
value of the measured parameter. To estimate the error
of measurement, the difference between the measured
value of a control sample and the target value of this
control sample is used as part of quality assurance of
medical laboratory testing.
The relative error of measurement is calculated by divid-
ing the error of measurement by the target value.

Measurement method

General description of the logical steps of action required
to perform a measurement.
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Measurement parameter

The particular parameter that is to be measured.

Measurement procedure

All of the detailed actions involved in performing particular
measurements according to an approved measurement
method.

Organisational unit

An organisational unit is every distinct section of a med-
ical institution (e.g. the central laboratory or another
subunit of the hospital) where medical laboratory testing
is performed. It is characterised by:

• a designated range of users (doctors, nurses),
• a range of workstations/measurement devices as-
signed solely to this unit and

• operation of the workstations only by the designated
users.

Pre-analytics

Pre-analytics include all steps prior to the actual meas-
urement:

• collection of sample material
• transport and storage of the specimen or sample ma-
terial

• assessment of the specimen or sample material
• preparation of samples (i.e. separation of corpuscular
components by centrifugation).

Precision

In the context of these guidelines, precision refers to re-
producibility. It expresses the extent of the reciprocal
approximation of measurement values of consecutive
measurements of the same measurement parameter
when performed under varying measurement conditions
(e.g. technician running the test, time, reagent deteriora-
tion). Precision is usually quantified by the statistical
measures of the imprecision ofmeasurements “standard
deviation” and “relative standard deviation (coefficient
of variation)” which are inversely proportional to precision.

Precision of measurement

Degree of agreement between the measured value and
the true value of the measurement parameter. The preci-
sion of measurement of a measurement parameter can-
not be given as a numerical value; rather it has to be
provided qualitatively, such as “sufficient” or “insuffi-
cient”.

Qualitative analysis

A qualitative medical laboratory analysis is used to de-
termine a qualitative property. A property is qualitative

when its values are assigned to a scale that does not
contain distinct units (topological scale).
Nominal properties are qualitative properties whose val-
ues are not ordinally related (nominal scale): e.g. detect-
able, not detectable.
Ordinal properties are qualitative properties whose values
are ordinally related (ordinal scale): e.g. titre level, + to
+++, indication of a range of values, pH value on a test
strip.
Crucial for assigning amedical laboratory analysis to parts
B1 or B2 is how the results are reported (scale of meas-
urement).

Quality management

Comprehensive objectives and goals of amedical labora-
tory regarding quality, as formally expressed by manage-
ment.

Quantitative analysis

Quantitative medical laboratory analysis is used to de-
termine a quantitative property. A property is quantitative
when its values are assigned to a scale that contains
distinct units (metric or cardinal scale).
Crucial for assigning amedical laboratory analysis to parts
B1 or B2 is how the results are reported (scale of meas-
urement).
Reference measurement methods
Accurately tested measurement method whose results
have ameasurement uncertainty suitable for the intended
use, such as for the evaluation of the accuracy of other
measurement methods for the same measurement
parameter, or for the characterisation of referencemater-
ial.

Reference method value

A value measured using a reference measurement
method.

Referral laboratory

A medical laboratory under the control of another legal
entity/operator to which the specimen or samplematerial
is transferred for testing.

Report

Summary of the findings.

Responsibility of the central laboratory

Responsibility in this case refers to guidance and super-
vision. With reference to point-of-care laboratory testing,
“under the responsibility of the central laboratory” means
that the central laboratory is monitoring the adherence
to the guidelines for internal quality assurance of the in-
dividual organisational units of the institution. Responsi-
bility does not mean that the control sample measure-
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ments and their evaluation is conducted by employees
of the central laboratory.

Results

Results are medically validated findings.

Sample material

The specimen used for the medical laboratory test, with
or without prior sample preparation.

Sample preparation

Sample preparation includes any processes by the person
collecting the sample or the person performing the test
which alter the sample material prior to loading the
sample into themeasuring system or the analysis proced-
ure. According to these guidelines, pipetting or adjusting
the volume is not considered sample preparation. Simi-
larly, if the collection system contains additives included
by the manufacturer, this does not constitute sample
preparation.

Set value

Target value determined without using a reference
measurement method.

Specimen

Bodily fluids/material extracted from or excreted by a
patient for analysis (e.g. venous blood, cerebrospinal
fluid, aspirate, tissue, urine, stool), and possible additives,
stored in an appropriate container.

Standard deviation, empirical

The empirical standard deviation of a random sample is
a measure of the distribution of the measured values in
relation to their mean. It is calculated by taking the square
of themean of the (estimated) randomerrors ofmeasure-
ment, meaning

The coefficient of variation (CV) is obtained by dividing s
by the mean .

Target value

The value of a control sample as declared by the manu-
facturer or by a reference institution.

Unit-of-use-reagents

Unit-of-use-reagents are reagents which are portioned
for single measurements and are fully consumed after
one analysis.

Validation of a measuring procedure

Objective verification that the requirements are met by
themeasurementmethod. Objective verifications can be
done through observation, measurement, testing or other
methods.

Validation of a testing result

Technical validation (assessment of the analytical quality),
medical validation (plausibility), including, where applic-
able, an analysis of conformity with an orientation dia-
gnosis made by the requestor (including conformation
test).

4 Structure

4.1 Identification

Institutions in whichmedical laboratory testing is conduct-
ed must be legally identifiable.

4.2 Organisation

The body responsible and accountable for the execution
of medical laboratory testing and the tasks must be
clearly defined and documented in a comprehensible
manner.

5 Resources

5.1 Management

The medical laboratory must be under the control of
qualified management personnel. The management is
responsible for professional, organisational and adminis-
trative tasks, training and further education, and consulta-
tion.

5.2 Personnel

Medical laboratory testing may only be performed by
personnel qualified in accordance with legal regulations
who are authorised to do so by Management.
There is to be a sufficient number of employees to cope
with the volume of work.
Employees are to receive regular briefings and training
sessions related to the specific field. These briefings and
training sessions are to be documented.
New employee orientation and the introduction of employ-
ees to new analysis systems and medical laboratory
testing procedures are to be regulated and documented
identifying how and by whom they are to be performed.
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Mandatory briefings and training sessions are to be doc-
umented.

5.3 Rooms and environmental conditions

5.3.1 Rooms are to be available for medical laboratory
testing where the intended work can be performed
without an adverse effect on the quality of the medical
laboratory testing and the health and safety of the em-
ployees and the patients.
5.3.2 Environmental conditions that can affect the quality
of the test results are to be identified, monitored, regu-
lated and documented for medical laboratory testing.
5.3.3 Access and use of rooms and areas, whose condi-
tion can impact medical laboratory testing, are to be es-
tablished and monitored.
5.3.4 Adequate space for storage and appropriate room
conditions are to be ensured in order to maintain the in-
tegrity of testing material, stored microorganisms, cells,
devices, reagents, lab materials, records, reports and
other documents. Measures are to be taken to safeguard
against unauthorized access.
5.3.5 Provisions are to be made which guarantee the
timely availability of data. The integrity of the data is to
bemaintained and the datamust be safeguarded against
unauthorized access.

5.4 Equipment

5.4.1 The medical laboratory is to have the equipment
necessary to perform its tasks. The requirements of these
guidelines also apply to equipment that is used by the
medical laboratory but not under its responsibility.
5.4.2 The medical laboratory is to have a procedure to
regularly monitor the proper functioning of its devices,
reagents and analysis systems and it is to implement this
procedure. Maintenance is to be performed according to
a written schedule.
5.4.3 Records are to be kept for each analysis system
and device needed to performmedical laboratory testing
which can impact the quality of this medical laboratory
testing.
These records are to contain, at minimum:
(1) Name of system or device
(2) Name of the manufacturer, model and serial number
or other form of identification
(3) Date of initial operation
(4) Instructions for use, operating instructions and other
information from the manufacturer, or justification for
why they are not available
(5) Functional test
(6) Maintenance deadlines and findings including date,
time and type of inspection and other maintenance work
(7) Equipment outage, malfunctions, structuralmodifica-
tions and repairs showing date and time.
These records are to be kept for two years beyond the
working life of the equipment and are to be easily access-
ible.

5.4.4 The devices and analysis systems may only be op-
erated by authorised and trained members of staff. In-
structions for operating and servicing the equipment are
to be kept up-to-date and be accessible to the employees
in the workplace.

6 Medical laboratory testing

6.1 Pre-analytical phase

6.1.1 The provider of the material to be tested is to be
given a list of the laboratory analyses offered by the
medical laboratory relevant to their purposes as well as
a document stating the details of sample collection.
6.1.2 The medical laboratory is to provide professional
advice regarding the analyses offered, including the test
method to be selected, the type of specimen to be used
and the assessment of test results.
6.1.3 The testing request form submitted by the provider
of the material is to contain the following information:
(1) Identification of the patient – including gender and
birthdate in the case of age and gender-specific measure-
ment parameters
(2) Identification of the provider of the material and the
recipient of the report if not identical
(3) Type of specimen and – if relevant – the anatomical
site of collection and time of collection
(4) Requested tests
(5) Clinically relevant patient information required for the
requested analysis.
6.1.4 Written instructions outlining the proper collection
and handling of specimens are to be available to the
persons responsible. These instructions are to be sum-
marised in the document for collecting the specimen.
6.1.5 The document for collecting the specimen is to
specifically contain the following:
(1) The list of the medical laboratory tests offered, or
reference to this
(2) Instructions on

a) preparing the patient
b) completing the test application or the electronic
request form
c) the required information about the patient
d) the type and quantity of the specimen to be collect-
ed
e) the specific time constraints for collecting, storing
and transporting the specimen, if required
f) collecting the specimen, with a description of the
containers for the specimen and all required additives
g) distinctively labelling the specimen
h) all of the measures that are to be taken between
the time the specimen is collected and its arrival at
the medical laboratory
(i) the period of time within which further medical
laboratory tests can be requested

(3) Patient information and instructions regarding prepar-
ationmeasures for collecting the specimen and, if neces-
sary, patient consent forms for collecting the specimen
and for performing the medical laboratory tests
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(4) Patient information regarding the self-collection of
specimen and for the storage and transport of the self-
collected specimen.
6.1.6 Criteria are to be established for rejecting medical
laboratory tests.
6.1.7 The submitted specimen and portions thereof are
to be clearly assigned to one patient. If this is not pos-
sible, they may not be processed by the medical labora-
tory. The provider of the material is to be notified and the
incident is to be documented. If the specimen cannot be
assigned beyond a doubt to one patient and a specimen
of the same quality cannot be collected or was collected
when the patient was in a critical condition, the medical
laboratory shall decide, after consulting with the sender
of the test material, if the requested medical laboratory
tests should nevertheless be performed.
6.1.8When the specimen arrives, themedical laboratory
is to check whether there is any indication that a timely
delivery has not occurred for the requested medical
laboratory tests or whether the conditions established in
the document governing the collection, handling, storage
and transport of the specimen were not met. If such in-
dications are identified, the medical laboratory is to de-
cide whether the tests are to be performed despite this,
or whether a new specimen is to be requested. This inci-
dent is to be documented.
6.1.9 If necessary, the medical laboratory is to have
documented procedures in place covering the accept-
ance, labelling and processing of specimens, and the re-
porting of medical laboratory tests that are considered
to be urgent.

6.2 Procedures for conducting medical
laboratory tests

6.2.1 Themedical laboratorymay only use testing proced-
ures that meet medical requirements.
6.2.2 The medical laboratory may only use validated
testing procedures. It is to document the procedure used
for validation and the results obtained.
6.2.3 All medical laboratory testing procedures are to be
documented in procedural instructions. These instructions
are to be written in such a way that they can be under-
stood bymedical laboratory staff. They are to be available
at the workstations at all times.
The manufacturer’s instructions for use and additional
remarks as appropriate are deemed to be part of the
procedural instructions.
Each procedural instruction is to contain the following –
where applicable:
(1) Identification of the document
(2) Testing principle of the procedure used (methods)
(3) Individual steps of the procedure
(4) Calibration procedure as appropriate or as available
(5) Procedure used to calculate the result as appropriate
or as available
(6) Required specimen (including the specimen container
and the necessary additives)

(7) Required instruments, reagents, culture media and
test systems
(8) Specification of the effectiveness off the testing pro-
cedure
(9) Information on possible interference and cross-react-
ivity
(10) Reference ranges for healthy patients
(11) Objective of the medical laboratory test (medical in-
dication)
(12) Possible causes of deviating results
(13)Measures to be taken in the case of abnormal results
(14) Safety precautions
(15) Literature references.
6.2.4 If the medical laboratory modifies one of its analyt-
ical procedures so that the results, and thus the interpret-
ation, change in a clinically significant way, the sender of
the material is to be informed as soon as possible in
writing.

6.3 Post-analytical phase

6.3.1 The results are to be technically validated and,
taking into account the available clinical data, medically
validated.
The medical laboratory is to have procedures in place for
releasing the test results. These should include informa-
tion about whomay authorise the release of these results
and who they may be issued to. The procedures are also
to contain guidelines for the immediate issuance of re-
ports to patients.
There must be documentation on which persons carried
out the technical and medical validation.
6.3.2 The reports are to be easy to read and to contain
at least the following information:
(1) Date – and if required – time the report was issued
(2) Identification of the patient
(3) Name or other means of identifying the sender of the
material and – if required – their address; the address
of the recipient of the report if not identical to that of the
provider
(4) Name of the medical laboratory
(5) Date and time when the specimen arrived at the
medical laboratory
(6) Date and time when the specimen was collected, if
this information is available and important for interpreting
the test results
(7) Type of specimen
(8) Name of the laboratory tests and the methods used,
if the latter is important for interpreting the test results
(9) Test results and corresponding units as necessary
(10) Reference ranges or other remarks for interpreting
the test results
(11) Identification of the person responsible for releasing
the report.
6.3.3 If there is a possibility that the test result was af-
fected by the condition of the specimen, this is to be
stated in the report. If required, the report should state
that the results are conditional.
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6.3.4 The medical laboratory is to have written policies
and procedures in place for subsequent amendments to
reports. The changes are to be marked with the date,
time and name of the person responsible for the changes.
The original results are to remain accessible.
6.3.5 The medical laboratory is to have procedures in
place for immediately notifying a physician (or other clin-
ical personnel responsible for patient care) if test results
exceed “alarming” or “critical” limits. This includes reports
from referral laboratories.
6.3.6 Specimens and samples are to be stored in such
away that enables repeat or additionalmedical laboratory
testing to be performed over a period of time established
by the medical laboratory.

7 Quality management system

7.1 Quality management manual

7.1.1 The qualitymanagement systemand the documen-
tation used in the medical laboratory are to be compiled
in a quality management manual. This quality manage-
ment manual is to include or make reference to all pro-
cedures. Laboratory personnel are to be instructed on
the use and practical application of the quality manage-
ment manual and all referenced documents. The quality
manual shall be kept up-to-date at all times.
The quality managementmanualmust contain the follow-
ing where applicable:
(1) Introduction: Description of the medical laboratory,
its legal status and its main tasks
(2) Objectives and strategies: Description of the quality
assurance policy
(3) Management: Description of their responsibilities and
qualifications
(4) Employees:

a) Qualifications, briefings, training and further educa-
tion
b) Health and safety

(5) Resources and partnerships:
a) Rooms
b) Equipment
c) Environmental conditions
d) Partnerships (referral laboratories, external service
providers and suppliers)
e) Environmental issues

(6) Processes:
a) Procedures in accordance with the document for
collecting the specimen
b) Testing procedures, handling equipment, reagents
and other relevant consumables, validation of the
testing procedures
c) Ensuring the analytical quality of the testing proced-
ures through internal and external quality assurance
and regular discussions about the results of the
quality assurance
d) Post-analytical procedures and drawing up and
communicating reports

e) Technical validation and medical validation of the
test results
f) Document control procedure
g) Keeping, storing and archiving records
h) Dealing with complaints
i) Determining errors and corrective measures
j) Preventative measures
k) Communication and other interaction especially
with patients, medical personnel, referral laboratories
l) Internal audits.

7.1.2 If themedical laboratory is a part of an organisation
which already has a quality management system in place,
it is not necessary to have a separate quality manual for
themedical laboratory provided the corresponding section
in the organisation’s quality management manual con-
tains requirements similar to the ones contained in these
guidelines. The same applies to Sections 7.2 and 7.3
below.

7.2 Document handling

The medical laboratory is to define, document and
maintain procedures for the handling of all quality assur-
ance documents and information (internal and external).
A copy of each version of these documents is to be stored
for future reference. Management is to establish the
archive period, taking legal requirements into considera-
tion. A procedure is to be introduced which guarantees
that only the current version of the documents is access-
ible at the place where they are being used.

7.3 Resolving complaints

The medical laboratory is to establish and implement a
procedure for the documentation and handling of com-
plaints. Records documenting the complaints and the
investigation, as well as prevention and corrective
measures taken by themedical laboratory, are to be kept
and maintained.

7.4 Tests in referral laboratories

7.4.1 Themedical laboratory is to keep a list of all referral
laboratories it commissions. All medical laboratory tests
sent to a referral laboratory must be documented.
7.4.2 The commissioning medical laboratory is respon-
sible for ensuring that the original provider of the testing
material receives the test results and findings from the
referral laboratory.
7.4.3When hiring referral laboratories outside the scope
of these guidelines, the commissioningmedical laboratory
is to ensure that the referral laboratory possesses the
required competencies and that a similar quality manage-
ment system is in place.

7.5 Nonconformities

Themedical laboratory is to define and apply a procedure
for corrective measures for non-conforming test results.
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Management staff must specifically ensure that:
(1) Personnel responsible for problem resolution are
named
(2) The medical significance of the incorrect result is
considered and, if necessary, the sender of the testing
material is informed thereof
(3) Tests are halted and reports are withheld as necessary
(4) Corrective action is taken immediately
(5) Already-released test results are recalled or the recip-
ient is appropriately informed of the error
(6) The person responsible for the recalling of the test
results is designated
(7) Causes and the correctivemeasures are documented
(8) The success of any corrective action taken is verified
in order to ensure that all identified nonconformities have
been eliminated.
The records documenting the identified nonconformities
and the corrective measures are to be kept for 2 years.

8 Internal and external quality assurance

8.1 A control system is to be used for internal quality as-
surance in themedical laboratory which is in line with the
present state-of-the-art in science and technology and
the procedures described in the B Sections of these
guidelines.
8.2 External quality assurance for the medical laboratory
is to be performed by participating regularly in round robin
tests in accordance with the procedures described in B
Sections of these guidelines.

B Special guidelines

B 1 Quantitative medical laboratory
testing

1 Principles of quality assurance

(1) Section B1 specifies the minimum requirements that
are needed to assess the quality of the quantitative re-
sults of medical laboratory tests. Theseminimum require-
ments include internal and external quality assurance.
(2) All of the quantitative tests performed by the medical
laboratory are subject to internal quality assurance. If
several instruments or workstations are used to perform
a test, internal quality assurance is to be performed on
each of these instruments or workstations.
(3) In addition, all measurement parameters listed in
Table B 1a–c of this section are subject to external
quality assurance.
(4) The measurement parameters in Table B 1a–c are
listed alphabetically based on the type of specimen. The
criteria used for including a measurement parameter in
the table are, specifically, the frequency of the test and
its medical significance based on current scientific
knowledge. Error limits, as listed in the table are determ-
ined based on medical requirements and current state
of analytical technology. Table is continuously updated.

(5) These guidelines do not apply to chamber counting
of corpuscular elements of bodily fluids, determining the
blood sedimentation rate or analysing pH test strips.

2 Quality assurance procedures

2.1 Internal quality assurance

2.1.1 Procedures

(1) The specifications of the manufacturer are to be ob-
served with regard to the type and frequency of internal
quality assurance. Irrespective of this, internal quality
assurance is to be performed in accordance with Para-
graphs (2) and (4).
(2) A single measurement of the control sample is to be
performed at the start of the measuring procedure.
(3) On days when a measuring procedure is used to
analyse patient samples, a single measurement of a
control sample is to be taken at least twice within a 24
hour period and, at the latest, within 16 hours.
(4) Further, a single measurement of the control sample
is to be taken after every disruption to the measuring
system.
Disruptions to the measuring system include:

a) Restarting the device after it has been switched off
completely
b) Calibration by the user
c) Repair or maintenance work on devices relevant
for the test results
d) Changing reagent lots

(5) The control samples must be as similar to the patient
samples as possible. The control and calibrationmaterials
used in a measuring procedure may not be identical.
Control samples are to be used with known target values
that are within the measurement ranges relevant for
medical decisions.
If available, control samples with target values in at least
two different concentration ranges are to be used alter-
nately.

2.1.2 Evaluating the results of single measurements of
control samples

(1) The results of the single measurements of the control
samples are to be analysed as soon as the results are
available. Analysis is based on the limits of error as listed
in Table B 1a–c Column 3, otherwise on the basis of the
laboratory’s internal limits of error or on the ranges given
by the producers of the control samples.
(2) If the single measurement of the control sample ex-
ceeds the error limit, the measuring procedure shall be
blocked for further use in measuring specimens from
patients. The reason for the deviation is to be sought and,
if possible, rectifying measures are to be taken. Keeping
medical relevance in mind, the authorised person must
decide whether or not to re-authorise use of the testing
procedure or whether further measures are to be taken,
e.g. whether all of the tests preceding the control sample,
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including the control measurement, need to be repeated,
or whether the sender needs to be informed about results
that have already been reported.

2.1.3 Calculating and analysing the root mean square
of the error of measurement at the end of a control
period

(1) The relative root mean square of the error of measure-
ment is to be calculated immediately upon completion
of a control period, using the results of all of the single
measurements of the control samples that have led to
the release of themeasurement procedure or the patient
findings. A control period generally consists of one calen-
dar month. If, per control period, there are fewer than 15
results from singlemeasurements of control samples per
measurement procedure that have led to the release of
a measurement, this period shall be extended by one
month until at least 15 such results are produced. The
total period of time may not exceed three months.
(2) If the relative root mean square value of the error of
measurement for a control sample exceeds the value
given in Table B 1a–c, Column 3, the analytical procedure
is to be blocked from further use in measuring patient
specimens. The analytical procedure cannot be re-author-
ised for further measurements until the functionality of
the procedure has been re-established through suitable
measures. The entire process is to be documented.
(3) If the value given in Table B 1a–c, Column 3 is again
exceeded in a subsequent control period for the same
control sample, and user-related causes can be excluded,
measures are to be taken as stated in Paragraph (2) and
the federal authorities are to be informed, if this can be
defined as an “incident” according to Section 2 of Ger-
many’s Medical Devices Safety Plan Ordinance.
(4) Paragraph (2) also applies to measurement paramet-
ers not listed in Table B 1a–c. Instead of the maximum
permissible deviation as listed in Table B 1a–c, Column
3, the laboratory’s internal Δmax shall be used as estab-
lished in accordancewith 2.1.4. Themeasuring procedure
cannot be re-authorised until the functionality of the
procedure is re-established through suitable measures.
The entire process is to be documented.

2.1.4 Determining the internal error limits for
measurement parameters not listed in Table B1

(1) In order to establish internal laboratory limits of error
for the single measurement of control samples of meas-
urement parameters not listed in Table B 1a–c, one
control sample value per day is chosen for a minimum of
15 days, or for amaximum of one control period, for each
control sample used. Values are selected based on a
pattern, i.e. either the first, the nth or the last value is
used in the calculation. Randomly selected values may
also be used.
The limits of error are then calculated from the target
value x0 plus or minus Δmax. The following formula is used
to calculate Δmax:

where:
k=3, coverage factor for calculating the laboratory’s
internal limit of error
sep, empirical standard deviation of the control sample
measurements used in the calculations during the
evaluation period (ep)
δep, systematic error of measurement of the control
samplemeasurements used in the calculations during
the evaluation period (ep)

For simplification purposes, variance is not corrected
with (n-1)/n.
To calculate relative laboratory internal error limits, Δmax

is to be divided by the target value x0.
In justified cases a laboratory-internal error limit that dif-
fers with this procedure can also be defined. The reasons
and the chosen procedure are to be documented in a
transparent way.
(2) The acceptability ranges of the producer of the control
samples are to be used while the laboratory is establish-
ing its own limits of error.
(3) The laboratory’s internal limits of error must be within
the range provided by the producer of the control sample.
(4) No internal laboratory limits of error need to be calcu-
lated for control samples with a shelf-life of less than
twelve weeks. The ranges given by the producer of the
controlsamples are to be used.

2.1.5 Point-of-care laboratory testing with unit-of-use
reagents

(1) Before unit-of-use reagents and the corresponding
measuring systems are used in point-of-care testing, they
are to be tested in accordance with the manufacturer’s
instructions on quality control. The results are to be doc-
umented.
(2) The provisions set forth in Section 2.1.1 Paragraphs
2, 3 and 4a may be waived when electronic/physical
standards are used daily, or where there is another form
of integrated testing of the device’s functionality that
prevents erroneous measuring results. In such cases a
single measurement of a control sample is to be per-
formed at least once a week if the procedure is to be
used during that calendar week to test patient specimens.
In the case of devices which do not use electronic/phys-
ical standards, or where there is no other form of integ-
rated testing of the device’s functionality to prevent erro-
neous measuring results, only the regulations set forth
in Paragraphs 2 and 4a of Section 2.1.1 shall be waived.
(3) The analysis of the singlemeasurements of the control
samples and any resulting actions are to be done in ac-
cordance with Section 2.1.2 Paragraph (2). For measure-
ment parameters not listed in Table B 1, Sentence 1 ap-
plies accordingly. The permitted limits of error are those
stated by the manufacturer of the control samples.
(4) The square root mean of the error of measurement
need not be calculated and analysed in accordance with
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2.1.3 and a graphic illustration, as required in 2.1.7
Paragraph (3), is not necessary.

2.1.6 Measurement parameters with low testing
frequencies

(1) Measurement parameters that are likely to be ana-
lysed on fewer than 15 days in three months are to be
verified by at least two control samples with target values
in different concentration ranges on the days on which
the patient samples are tested.
(2) The single measurements of the control samples and
the consequent actions taken in accordance with 2.1.2
Paragraph (2) are to be analysed for all control samples.
Sentence 1 applies accordingly for measurement para-
meters not listed in Table B1. The error limits specified
by themanufacturer of the control sample are to be used.
(3) The square root mean of the error of measurement
need not be calculated and analysed in accordance with
2.1.3 and a graphic illustration, as required in 2.1.7
Paragraph (3), is not necessary.

2.1.7 Documentation

(1) All of the results of the internal quality assurance are
to be documented based on themeasurement parameter
and type of sample material, taking into account the
measuring procedure andmeasuring station. The author-
ity tasked with overseeing guideline compliance is to be
shown this documentation upon request.
(2) The documentation is to contain

a) The name of the medical laboratory
b) The name of the measuring station
c) Date and time of the measurement
d) Analyte, sample material, unit
e) Measuring procedure
f) Measured value of the control sample
g) Target value of the control sample
h) The relative or absolute deviation from the target
value and the analysis done in accordance with Table
B 1a–c, Column 3, or the limits of error established
internally by the laboratory or the ranges indicated by
the producer of the control samples
i) Notice of the procedure’s authorisation or restriction
j) Corrective measures taken
k) Manufacturer, name and lot number of the control
sample
l) Name/initials or signature of the tester

(3) The measured values of the control samples are also
to be represented graphically.
(4) All measurement results of the quality assurance are
to be stored for five years after the control cycles and
analyses, together with the corresponding calculations
and the reports on measures taken when limits of error
are exceeded, if other regulations do not stipulate longer
archiving periods.

2.2 External quality assurance (round robin tests)

(1) Every location must participate in a round robin test
once a quarter for every measurement parameter listed
in Table B 1a–c, if the medical laboratory provides this
test there.
(2) The participant of the round robin test analyses the
round robin test samples under routine conditions, and
communicates results and information as required by the
reference institution. When communicating results, the
participant confirms that the analysis was performed in
accordance with these guidelines, in the participant’s
laboratory, and under their supervision.
(3) The obligations pursuant to Paragraph 1 do not apply
to tests with unit-of-use reagents as part of point-of-care
laboratory testing in:

a) doctors’ offices and medical services without a
central laboratory
b) hospitals, if the central laboratory is responsible
for internal quality assurance and determines the
measurement parameter itself.

(4) If the participant does not receive a certificate for a
measurement parameter because one of the participant’s
results exceeds the authorised limits of error as specified
in Table B 1a–c, Column 5, the participant is obligated
to determine the causes and rectify them if this lies
within their responsibility. The entire procedure is to be
documented.
(5) The round robin participation certificate and the ac-
quired round robin certificates are to be retained for a
period of five years unless longer periods of time are
stipulated by other regulations.

Remarks on Table B1

Table B 1, Columns 2 to 4 contain the requirements for
the user in the medical laboratory. Columns 2 and 4 to
6 contain the requirements for analysing the results by
reference institutions.
Range of validity is the range in which the target values
of the control samples should lie, for which the specifica-
tions in columns 3 and 5 shall apply.
If the target value of the control sample is outside the
given range, the regulations for non-Table B 1 measure-
ment parameters shall apply. If control samples with lower
target values than in the range of validity are to be used,
the limits of error established for the range of validity can
also be used in analysing the measurements of the con-
trol samples.

RMV = Reference method value
SV = Set value specific to measuring method.
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Table B 1a: Analytes in plasma/serum/whole blood

12/43
GMS Zeitschrift zur Förderung der Qualitätssicherung in medizinischen

Laboratorien 2015, Vol. 6, ISSN 1869-4241

Bundesärztekammer (German Medical Association) et al.: Guidelines of the German Medical Association on quality ...



(Continued)
Table B 1a: Analytes in plasma/serum/whole blood
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Table B 1b: Analytes in urine
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Table B 1c: Analytes in cerebrospinal fluid
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B 2 Qualitative medical laboratory
testing

1 Principles of quality assurance

(1) Section B2 lists the minimum requirements that are
needed to assess the quality of the quantitative results
ofmedical laboratory tests. Theseminimum requirements
include both internal and external quality assurance.
(2) All of the qualitative tests performed by the medical
laboratory (measurement parameters and nominal fea-
tures) are subject to internal quality assurance. If several
instruments or workstations are used for a test, quality
assurance is to be performed on each of these instru-
ments or workstations.
(3) In addition, all measurement parameters listed in
Table B 2-2 of this section and all nominal characteristics
are subject to external quality assurance.
(4) Themeasurement parameters are listed alphabetically
in Tables B 2-1 and B 2-2. A test is included in the Tables
based on the frequency of the test and its medical rele-
vance according to the current state of science. Tables
B 2-1 and B 2-2 are continuously updated.
(5) This section of the guidelines does not apply to qual-
itative tissue tests and to tests whose special internal
and external quality assurance requirements are stated
in parts of Section B.

2 Quality assurance procedures

2.1 Internal quality assurance

2.1.1 Procedures

(1) The manufacturer’s requirements are to be observed
with regards to type and frequency of internal quality as-
surance.
Independently of this, internal quality assurance is to be
performed in terms of frequency:

a) In accordance with Table B 2-1 for the tests listed
therein
b) Adequately and regularly as consistent withmedical
necessity and with the required testing frequency of
patient samples, if the tests are not listed in Table B
2-1.

The requirements of Paragraph (1) Sentence 2 are con-
sidered to bemet if corresponding controls, which ensure
the accurateness of the results, are integrated with the
applied analysis system.
(2) In addition, internal quality assurance is to be per-
formed after disruptions to the testing procedure. Disrup-
tions to the testing procedure include:

a) Restarting the device after it has been switched off
completely
b) Calibration by the user
c) Repair or maintenance work on devices relevant to
the test results
d) Changing reagent lots [This also includes changes
to the composition of the reagents, such as the pro-

duction of dilutions or, in the case of in-house produc-
tion, repeated preparation of reagents.]

(3) The control samples must be as similar to the patient
samples being investigated as possible. Identical control
and calibration material may not be used in the same
testing procedure.
(4) Control samples are to be used which have a known
result that is within themeasurement ranges relevant for
making medical decisions.
(5) When unit-of-use reagents and their corresponding
analytical systems are used in point-of-care laboratory
testing, the requirements of Paragraph (1) Sentence 2
and Paragraph (2) Sentence 2 (a) do not need to be met
if process control measures, which show the output of
erroneous test results, are integrated in the test.

2.1.2 Analysing the results

(1) The test results of the controls are to be assessed as
soon as the results are available. The assessment is
performed using the target objectives assigned to the
control sample.
(2) If the requirements are not met, the testing procedure
is to be removed from further use in testing patient
samples. The cause of the failure of performance is to
be sought and, if possible, rectified. Taking medical rele-
vance into consideration, the responsible person must
decide whether the testing procedure can be re-author-
ised or whether further measures must be taken, e.g.
whether all of the tests preceding and including the con-
trol test are to be repeated, or whether the sender is to
be notified about already communicated results. The
entire process is to be documented.

2.1.3 Documentation

(1) All of the findings of the internal quality assurance are
to be documented and categorised according to test and
type of control sample, taking into account the testing
procedure and workstation or instrument. The authority
tasked with overseeing guideline compliance is to be
shown this documentation upon request.
(2) The documentation must contain

a) Name of the medical laboratory
b) Name of the workstation or analysis system
c) Date and, as appropriate, time of the test
d) Test, sample material, and, if necessary, the unit
e) Testing method
f) Control sample result
g) Target objectives of the control sample
h) The assessment
i) Notice of the procedure’s authorisation or restriction
j) Corrective measures taken
k) Producer, name and lot number of the control
sample
l) Name/initials or signature of the tester

(3) Records documenting that internal quality assurance
has been performed are to be stored for five years, along
with the evaluations and reports on the measures taken
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Table B 2-1: Internal quality assurance
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Table B 2-2: External quality assurance (round robin tests)
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when the target objectives were not met, if other regula-
tions do not stipulate longer archiving periods.

2.2 External quality assurance (round robin tests)

(1) Every location must participate in a round robin test
for every test listed in Table B 2-2, based on the rate of
frequency specified therein, if the medical laboratory
there provides this test. Participation is mandatory for
the tests listed in the table regardless of whether the test
result was quantitatively or qualitatively stated in the re-
port or in the findings.
(2) The round robin test participant examines the samples
under routine conditions, and conveys results and inform-
ation as required by the reference institution. By commu-
nicating these results, the participant confirms that the
tests were performed in accordancewith these guidelines,
in the participant’s laboratory, and under their supervi-
sion.
(3) If a participant does not receive a certificate because
one ormore of the participant’s results do not correspond
to the target objectives of the respective reference insti-
tute, the participant is obligated to determine the causes
and rectify them insofar as this lies within the participant’s
responsibility. The entire procedure is to be documented.
(4) Certificates attesting to the participation in the round
robin test, and the round robin test certificates awarded,
are to be kept for five years if a longer archiving period
is not stipulated by other regulations.

B3Direct detection and characterisation
of infectious agents

1 Principles of quality assurance

(1) Section B 3 defines the minimum requirements of
quality assurance for medical laboratory testing that dir-
ectly detects medically relevant infectious agents. These
also include, as necessary, subsequent tests for charac-
terising infectious agents (e.g. differentiation, identifica-
tion, standardisation of types) and their properties rele-
vant to treating infections (e.g. testing sensitivity to anti-
infectives). Theseminimum requirements apply to internal
and external quality assurance.
(2) All of the tests performed by the medical laboratory
in accordance with Paragraph (1) are subject to internal
quality assurance. If multiple instruments or workstations
are used for a test, internal quality assurance is to be
performed on each of these instruments or workstations.
(3) Furthermore all tests listed in Tables B 3-2 and B 3-2a
are subject to external quality assurance.
(4) The tests in Tables B 3-1, B 3-1a, B 3-2 and B 3-2a
have been listed according to the type of pathogen or the
type of method applied. A test is included in these tables
based on the frequency of the test and its medical rele-
vance according to the current state of science. The tables
are continuously updated.

2 Quality assurance procedures

2.1 Internal quality assurance

2.1.1 Procedures

(1) The manufacturer’s requirements are to be observed
with regard to type and frequency of the internal quality
assurance procedures. Independent of this, internal
quality assurance is performed in terms of frequency:

a) In accordance with Table B 3-1 and B 3-1a for the
tests listed there
b) Adequately and regularly as consistent withmedical
necessity and with the required testing frequency of
patient samples, if the tests are not listed in Table B
3-1 and Table 3-1a.

The requirements of Paragraph (1) Sentence 2 are con-
sidered to bemet if corresponding controls which ensure
the accurateness of the results are integrated in the ap-
plied analysis system.
(2) The following are to be investigated as part of the in-
ternal quality assurance procedures:

a) Culture media and supplements
b) Cell lines for cell culture processes
c) Reagents, staining solutions, diagnostic antibodies
and antigens
d) Systems used to identify pathogens and test sensi-
tivity
e) Result-relevant equipment and instruments used
for this

(3) Furthermore, internal quality assurance is to be per-
formed after disruptions to the testing procedure. Disrup-
tions to the testing procedure include:

a) Calibration
b) Repairs or maintenance on test result-relevant
equipment
c) Changing of reagent lots [This also includes
changes to the composition of the reagents, such as
the production of dilutions or, in the case of in-house
production, repeated preparation of reagents].

(4) Control samples must be as similar as possible to the
patient samples being tested. Control material and calib-
ration material may not be identical in the same testing
procedure.
(5) Control samples with known results are to be used
unless stipulated otherwise below.
(6) Statistics are to be kept and analysed regarding the
frequency of detected pathogens and their sensitivity to
anti-infectives.

2.1.2 Special requirements

2.1.2.1 Microscopic methods

Internal quality assurance for microscopic methods is
specified in Table B 3-1. Additionally, suitable specimens
(e.g. permanent specimens, preserved parasites) or
visual materials (e.g. image charts, atlases) must be
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Table B 3-1: Internal quality assurance
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Table B 3-1: Internal quality assurance
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Table B 3-1a: Internal quality assurance when analysing nucleic acid concentration in blood/plasma/serum

available in sufficient quantities to be used as reference,
comparison and teaching materials.

2.1.2.2 Culture tests

2.1.2.2.1 Non-cell-culture-based methods

Internal quality assurance for non-cell-culture-based
methods is specified in Table B 3-1. The following also
apply:
(1) Appropriately prepared control strains are to be used
for control purposes, and cryopreserved where required.
(2) The laboratory must identify the set of rules to be used
in the sensitivity test. Sensitivity tests may only be con-
clusively assessed if pure cultures are available. Therefore
the inoculummust always undergo a purity check. Sensi-
tivity tests of an orientative nature with non-standardised
inocula (e.g. from blood cultures) are to be repeated on
a standardised basis.
(3) Test cultures are to be produced from reference stock
cultures at least once a month for the sensitivity test.
Cultures made from test cultures may only be used for a
maximum of one week.

2.1.2.2.2 Cell-culture-based methods

Internal quality assurance for cell-culture-basedmethods
is specified in Table B 3-1. The following also applies:
(1) Appropriately prepared and, as appropriate, cryop-
reserved control strains (positive control sample) and a
non-infected cell control (negative control sample) are to
be used. It must be documented that the negative control
sample used is morphologically normal.
(2) Sub-cultivation to increase the concentration of low
amounts of pathogens from patient samples is to be
documented.
(3) In the case of neutralisation testing based on cell
cultures, the virus dosage is to be determined and docu-
mented using a TCID50 assay or similar procedure.
(4) Sensitive and non-sensitive control strains are to be
used as positive and negative control samples in pheno-
typic resistance testing. The degree of inhibition by the
antiviral control substance is to be documented.

2.1.2.3 Molecular biology tests

Internal quality assurance for molecular biology tests is
specified in Tables B 3-1 and B 3-1a. The following also
applies:
(1) The procedure for nucleic acid isolation, adjusted for
the properties of the pathogens and specimens, is to be
reviewed on a regular basis.
(2) At least one positive and one negative control sample
are to be used and, if necessary, inhibition controls are
to be carried out. If available, the concentration of one
of the positive control samples should be close to the
sensitivity limit of the applied amplification procedure.
The negative control sample can be waived for closed,
fully mechanised systems. The assessment is to be per-
formed based on the assigned target objectives.
(3)When determining nucleic acid concentrations, control
samples with known nucleic acid or pathogen concentra-
tions are to be used. These control samples are to be
verified with international standards, if available.
(4) Limits are to be observed for the requirements listed
in Table B 3-1a. For requirements not listed in Table B
3-1a the following shall apply:
The permissible absolute deviation of the logarithmic
(base 10) single value from the logarithmic set value of
the quantitative positive control is to be established in-
ternally in the laboratory and is to be documented, or al-
ternatively, for real time PCRs, the permissible absolute
deviation of the number of cycles from the set value (cycle
threshold/Ct, crossing point/Cp, cycle quantitative/Cq) is
to be established. Likewise, the range of validity for the
quantitative positive control must be established and
documented.
(5) The sequence identity of amplification products is to
be verified.

2.1.2.4 Immunological tests to directly detect pathogens

Internal quality assurance for immunological tests that
directly detect pathogens is specified in Table B 3-1. The
following also applies: In the case of direct testing to de-
tect pathogen-antigens with fluorescence-marked anti-
bodies, analysis criteria are to be established and, when
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using particle/erythrocyte suspensions as a component
of the diagnostic test (e.g. agglutination, lytic reaction),
criteria are to be defined for this reading.

2.1.3 Evaluating the results

(1) The test results of the controls are to be analysed as
soon as the results are available. Analysis is based on
the target objectives.
(2) If the objectives have not been met, the testing pro-
cedure is to be removed from use in testing of other pa-
tient specimens. The cause of the non-compliance is to
be researched and rectified if possible. Based onmedical
relevance, the person responsible must decide whether
the testing method can be re-authorised and whether
further measures need to be taken, e.g. whether all of
the tests preceding the control sample, including the
control test, are to be repeated or whether the sender
needs to be informed because results have already been
communicated. The entire process is to be documented.

2.1.4 Documentation

(1) All of the findings of the internal quality assurance are
to be documented and listed according to test and type
of sample material, taking into account the testing pro-
cedure and the workstation or instrument. The authority
tasked with overseeing guideline compliance is to be
shown this documentation upon request.
(2) The documentation must contain:

a) The name of the medical laboratory
b) The name of the workstation or testing device
c) Date and, if relevant, time of the test
d) Test, samples and, if required, unit
e) Testing method
f) Result of the inspection
g) Requirements for the inspection
h) Assessment
i) Notice of test’s authorisation or restriction
j) Corrective measures taken
k) Producer, name and lot number of the control
sample, as appropriate
l) Name/initials or signature of the tester.

(3) Records documenting that internal quality assurance
has been performed are to be stored for five years, along
with the assessments and reports on measures taken if
targets have not been met, unless a longer archiving
period is stipulated by other regulations.

2.2. External quality assurance (round robin
tests)

(1) Every location must participate in a round robin test
for every test listed in Tables B 3-2 and B 3-2a based on
the rate of frequency specified therein, if the medical
laboratory there provides this test.
(2) The round robin test participant examines the samples
under routine conditions and conveys the results and the
information required by the reference institution. By
communicating the results, the participant confirms that
the analysis was performed in accordance with these
guidelines, in the participant’s laboratory, and under their
supervision.
(3) If a participant does not receive a certificate because
one or more of the participant’s results does not corres-
pondwith the target objectives of the respective reference
institute, the participant is obligated to determine the
causes and rectify them, if this lies within their responsi-
bility. The entire procedure is to be documented.
(4) Certificates attesting to the participation in the round
robin test, and the round robin certificates awarded, are
to be kept for five years if a longer archiving period is not
stipulated by other regulations.
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Table B 3-2: External quality assurance (round robin tests)
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(Continued)
Table B 3-2: External quality assurance (round robin tests)

Table B 3-2a: External quality assurance when analysing nucleic acid concentration in blood/plasma/serum

B 4 Sperm analysis

1 Principles of quality assurance

(1) The minimum requirements of quality assurance for
the findings of sperm analyses are specified in Section
B 4. These minimum requirements include internal and
external quality assurance.
(2) Sperm analyses, as defined in these guidelines, are
tests for sperm concentration, motility and morphology.
(3) All of the sperm analyses performed by the medical
laboratory are subject to internal and external quality
assurance. If a test is performed onmultiple instruments
or at multiple work stations, internal quality assurance is

to be performed on each of these instruments or at each
of these work stations.
(4) All of the tests listed in Paragraph (2) are also subject
to external quality assurance.

2 Quality assurance procedures

2.1 Internal quality assurance

2.1.1 Procedures

(1) All tests on the spermatozoa with regard to their con-
centration, motility and morphology are to be performed
in duplicate and are to be documented.
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A minimum of 2 x 200 sperm are to be counted for this.
Diluting or enriching the concentration of the ejaculate
and/or the number of counting fields used for counting
is to be done on the basis of a preliminary investigation.
If the sperm concentration is less than 1–2 sperm per
visual field (40-fold lensmagnification), the concentration
of the sample should be enriched. If there are fewer than
200 sperm per counting net in the counting chamber,
the requirement of counting at least 2 x 200 spermatozoa
no longer applies.
(2) The absolute value of the difference |xi1–xi2| and the
arithmetic average are to be calculated for
each of the repeat determinations.

2.1.2 Analysing the differences between repeat
determinations

The analysis is to be performed immediately after obtain-
ing the results of the respective repeat determination in
line with Paragraph (1) on the basis of the following valid-
ation rules (formulas)

For testing spermatozoa concentration:

where:
in this case Xi1=Ni1 and Xi2=Ni2 are the counting results in
the counting chamber halves and is the corres-
ponding average from the repeat determination.
Remark: The validation rule above assumes a Poisson
distribution for the counting results and a confidence
level of 95%.
If the absolute value of the difference of the repeat de-
termination exceeds the right term of the inequality (for-
mula), the result of this test may not be released. The
patient specimen is to be retested, if possible, and the
result evaluated.
If deviations recur, the cause is to be sought and, if pos-
sible, rectified. The entire process is to be documented.

For testing the morphology and motility of spermatozoa:
The normal or abnormal spermatozoa are to be quantified
in terms of morphology, and the progressively motile,
locally motile or non-motile spermatozoa are to be quan-
tified in terms of motility.

where:
in this case xi1=pi1 and xi2=pi2 represent the percentage
of the corresponding spermatozoa and repre-
sents the corresponding average of the repeat determin-
ation; N = number of the different spermatozoa.
Remark: The validation rule above assumes a binomial
distribution for the relative counting result and a confid-
ence level of 95%.
If the absolute value of the difference of the repeat de-
termination exceeds the right term of the inequality (for-
mula), the result of this test may not be released. The

patient specimen is to be retested and the result evalu-
ated. If deviations recur, the cause is to be sought and,
if possible, rectified. The entire process is to be docu-
mented.

2.1.3 Calculating and analysing the average of the
differences from the repeat determinations at the end
of a control period

(1) A control period generally comprises one calendar
month.
If there are more than 50 released pairs of variates after

a calendar month, the average is to be calcu-
lated from this according to the formula

as well as the standard deviation

where n = the number of released pairs of values. Either
the concentrations or the relative percentage of the
properties for morphology and motility of each repeat
determination are to be entered for the values xi1 and xi2.
If in the prescribed period of time there are fewer than
50 released pairs of values, the period of time is to be
extended until 50 pairs of values are achieved.
(2) Analysis is to be performed based on the validation
rule (formula):

If the absolute value of this average exceeds the right
term of the inequality (formula), the testing procedure is
to be blocked from being used for measuring patient
specimens. Themeasuring procedure cannot be released
for measuring until the functionality of the procedure has
been established through suitable measures. The entire
process is to be documented.

2.1.4 Documentation

(1) All of the findings of the internal quality assurance are
to be documented and categorised according to tests
and based on the testing procedure and workstation or
instrument. The authority tasked with overseeing
guideline compliance is to be shown this documentation
upon request.
(2) The documentation must contain

a) The name of the medical laboratory
b) The name of the measuring station
c) The period of analysis
d) Test, specimen, unit
e) Testing methods (counting chamber used, dyeing
technique)
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f) Test results including the individual values of the
repeat determinations
g) Evaluation in accordance with the corresponding
formula
h) Notice of the test’s authorisation or restriction
i) Corrective measures taken
j) Name/initials or signature of the tester

(3) The documentation on the internal quality assurance
is to be stored for five years along with the corresponding
analyses and the reports on the measures taken in the
case of non-conformance with the target values unless
other regulations require longer archiving periods.

2.2 External quality assurance (round robin
tests)

(1) Every location is to participate once every half-year in
a round robin test to analyse concentration, morphology
and motility if the medical laboratory there provides this
test.
(2) The round robin test participant examines the samples
under routine conditions and conveys results and inform-
ation as required by the reference institution. By commu-
nicating the results, the participant confirms that the
analysis was performed in accordance with these
guidelines, in the participant’s laboratory, and under the
participant’s supervision.
(3) If a participant does not receive a certificate for a test
because one or more results do not conform to the target
values predetermined by the respective reference insti-
tute, the participant is obligated to clarify the causes and
to rectify them if this lies within their responsibility. The
entire procedure is to be documented
(4) The round robin participation certificates and the
round robin test certificates are to be kept for five years
unless other regulations require longer archiving periods.

B 5 Molecular-genetic and cytogenetic
medical laboratory tests

1 Principles of quality assurance

(1) The minimum requirements of quality assurance for
the findings ofmolecular-genetic and cytogeneticmedical
laboratory tests are specified in Section B 5. These min-
imum requirements include internal and external quality
assurance.
(2) Molecular-genetic and cytogenetic medical laboratory
tests, as defined in this section of the guidelines, are all
medical laboratory tests on the human genome and
transcriptome whose aim is to detect known sequence
variants, identify unknown variants, establish the struc-
ture or copy number of genomic segments or to detect
epigenetic modifications of genomic segments. They in-
clude molecular caryotyping using array analysis (e.g. ar-
ray CGH, SNP arrays).
Cytogenetic medical laboratory tests, as defined in this
section of the guidelines, include all medical laboratory

tests of postnatal cytogenetic diagnostics, prenatal cyto-
genetic diagnostics and cytogenetic diagnosis of cancer.

a) Postnatal cytogenetic diagnostics, as defined in
these guidelines, is the cytogenetic investigation of a
blood sample, tissue sample, cytologic smear or a cell
culture from a body tissue after birth.
b) Prenatal cytogenetic diagnostics, as defined in
these guidelines, is the cytogenetic investigation of
amniotic cells, chorionic villi or foetal lymphocytes.
c) Cytogenetic diagnosis of cancer, as defined in these
guidelines, is the analysis of neoplastic cells. This in-
cludes the analysis of cells from bone marrow, blood,
lymph nodes and other tissues.

Cytogenetic medical laboratory tests in the areas of
postnatal cytogenetic diagnostics, prenatal cytogenetic
diagnostics and cytogenetic diagnosis of cancer include
the application of conventional molecular cytogenetics
(ISH, usually fluorescence in situ hybridisation (FISH)).
(3) All of the molecular-genetic and cytogenetic tests
performed by the medical laboratory (measurement
parameters and nominal properties) are subject to intern-
al quality assurance. If a test is performed on multiple
devices or at multiple workstations, internal quality assur-
ance is to be performed at each of these devices or
workstations.
(4) In addition, all of the tests listed in Column 7 of Table
B 5-1 and the test statistics listed in Table B 5-2b are
subject to external quality assurance. For molecular ge-
netic tests that are not listed in Table B 5-1 Column 7,
external quality assurance is to be performed in the form
of participation in a round robin test that examines the
method used, if such a round robin test is offered. The
requirements of Sentence 2 are deemed to be met when
the applied methodology has been included in a round
robin test listed in Table B 5-1 and participation has oc-
curred.
(5) The tests and test statistics are divided intomolecular-
genetic and cytogenetic tests in Tables B 5-1, B 5-2a and
B 5-2b. They are included in the tables based on the fre-
quency of the test and its medical significance in accord-
ance with the current state of science. The tables are
continuously updated.

2 Quality assurance procedures

2.1 Internal quality assurance

2.1.1 Implementation

1. General

(1) The manufacture’s requirements are to be observed
with regard to the type and frequency of the internal
quality assurance performed.
Irrespective of this, internal quality assurance is to be
performed in terms of frequency:
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Table B 5-1: Internal and external quality assurance of molecular genetic testing
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a) In line with Tables B 5-1 and B 5-2a for the tests
or test statistics individually listed therein
b) Regularly and adequately according to medical
necessity and testing frequency of patient samples if
the tests are not listed in Tables B 5-1 and B 5-2a.

The requirements of Paragraph (1) Sentence 1 are
deemed to be met if suitable controls are integrated into
the applied analysis system which ensures the accuracy
of the results.
(2) Additionally, internal quality assurance is to be per-
formed after there has been a disruption to the testing
procedure.
A disruption to the testing procedure includes:

a) A restart after the device has been shut off com-
pletely
b) Calibration by the user
c) Repair or maintenance work on equipment relevant
for testing
d) Reagent charge replacement [This includes
changes to reagent composition, for example the
production of dilutions or, in the case of in-house
production, the re-preparation of reagents.]

2. Molecular genetic medical laboratory testing

(1) Control samples must be as similar to the patient
specimen being tested as possible. The control and cal-
ibrationmaterial may not be identical in the same testing
procedure.
(2) Control samples with known results are to be used.
Control samples, if available, are to represent the known
alleles or allelic ranges when detecting known sequence
variants, variants of structure, or copy number of genomic
segments.
(3) In the case of tests using nucleic acid amplification
procedures, controls are to be used that are able to detect
contamination.
(4) In the case of array analyses, known control parame-
tersmust be used to ensure that, atminimum, the require-
ments of the manufacturers have been met for the ana-
lysis.

3. Cytogenetic medical laboratory testing

All preparations made from patient specimens must, if
applicable, be tested in terms of their banding resolution,
the number of overlaps, their degree of lightness and
their hybridisation efficiency. The results are to be docu-
mented.

2.1.2 Analysing the results

2.1.2.1 For molecular-genetic medical laboratory tests
based on control sample testing

(1) The control sample tests and/or the control parame-
ters are to be analysed as soon as the results are avail-
able. The analysis is done based on the target objectives.

(2) If the objectives have not been met, the testing pro-
cedure is to be blocked from being used in testing other
patient specimens. The cause of the non-fulfilment is to
be looked for and, if possible, rectified. Based onmedical
relevance, the person responsible must decide whether
the testing method can be re-authorised and whether
further measures need to be taken, e.g. whether all of
the tests preceding the control sample, including the
control test, are to be repeated or whether the sender
needs to be informed because results have already been
communicated. The entire process is to be documented.

2.1.2.2 For cytogenetic medical laboratory tests based
on the test statistic

The quality of each patient sample is, where appropriate,
to be tested according to the test statistics listed in Table
B 5-2a. If one of the test statistics exceeds the limits
given in Column 4 of Table B 5-2a, the person responsible
is to decide whether the patient sample should be re-
tested. If the limit is also exceeded when the test is re-
peated, the cause must be sought and, if possible, recti-
fied. Based onmedical relevance, the person responsible
is to decide whether test results can still be collected
using this sample and, with corresponding comments in
the findings, be applied.

2.1.3 Analysing the results of cytogenetic testing based
on test statistics at the end of a control period

A control period generally comprises one calendarmonth.
If there are more than 50 approved results of patient
samples after a calendar month, the medical laboratory
is to calculate the relative percentage by which the limits
given in Column 4 of Table B 5-2a are exceeded.
If there are fewer than 50 released results of patient
samples, the period of time is to be extended by one
month intervals until at least 50 of the same results are
obtained. The total period of time may not exceed three
months.
If the limits given in Column 4 of Table B 5-2a are ex-
ceeded, the testing procedure is to be blocked for testing
further patient samples. The testing procedure cannot
be re-released until the reliability of the procedure has
been established by suitable means. If it is likely that less
than 50 results of patient samples will be released in
three months, it is not necessary to calculate the relative
percentage of exceedance as per Sentence 1. If, in this
case of low testing numbers, the limits set forth in Column
3 of Table B 5-2a are exceeded five times in three
months, action is to be taken as specified in Sentences
4 and 5.
The entire process is to be documented.

2.1.4 Documentation

(1) All of the findings of the internal quality assurance are
to be documented according to type of specimen, taking
the testing procedure and workstation into consideration.
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Table B 5-2a: Cytogenetic testing – internal quality assurance

The authority tasked with checking compliance with these
guidelines is to be shown this documentation upon re-
quest.
(2) The documentation must contain – if relevant:

a) The name of the medical laboratory
b) The name of the workstation or testing device
c) Date and, if important, time of the test
d) Test, specimen, if required, unit
e) Testing method
f) Results of the control or test statistic
g) Requirements for the control or test statistic
h) The assessment
i) Notice of the test’s authorisation or restriction
j) Corrective measures taken
k) Producer, name and lot number of the control
sample, as appropriate
l) Name/initials or signature of the tester.

(3) Documentation of internal quality assurance is to be
stored for five years along with the assessments and the
records of the measures taken when requirements were
not met, if a longer archiving period is not stipulated by
other regulations.

2.2 External quality assurance (round robin
tests)

(1) Every location is to participate in a round robin test
for every test or test statistic listed in Table B 5-1 Column
7 and B 5-2b based on the frequency rate specified
therein, if the medical laboratory there provides this test.
(2) The round robin test participant examines the round
robin test samples under routine conditions and conveys
results and information as required by the reference in-
stitution. By communicating the results, the participant
confirms that the tests were performed in accordance
with these guidelines, in the participant’s laboratory, and
under their supervision.
(3) If a participant does not receive a certificate because
one or more of his results does not correspond with the
target objectives of the respective reference institute, the
participant is obligated to determine the causes and
rectify them if this lies within his responsibility. The entire
procedure is to be documented.
(4) Certificates attesting to the participation in the round
robin test, and the round robin certificates awarded, are
to be kept for five years if a longer archiving period is not
stipulated by other regulations.
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Table B 5-2b: Cytogenetic testing – external quality assurance

C Advisory Committee
(1) An advisory committee “Quality Assurance in Medical
Laboratory Testing” shall be established at the German
Medical Association which shall primarily perform the
following duties:

a) Advising the German Medical Association in all as-
pects of these guidelines
b) Responding to questions pertaining to the applica-
tion of these guidelines
c) Collecting, assessing and formulating suggestions
for updating these guidelines.

(2) The members of the Advisory Committee shall be re-
commended by the institutions listed under (4) and ap-
pointed by the Executive Board of the German Medical
Association, for a period of 4 years. Extraordinary appoint-
ments during the current term shall remain in effect until
the end of the term. Re-appointments are permitted. The

Advisory Committee shall elect a chairman from among
its members. The members of the Advisory Committee
may be represented by proxy with approval of the chair-
man.
(3) The Advisory Committee may commission experts.
(4) The Advisory Committee ismade up of representatives
from the following institutions:

a) Three representatives from the competent scientific
and medical societies
b) The chairs of the Expert Committees listed in Sec-
tion B
c) A representative from the German Medical Associ-
ation
d) A representative from the National Association of
Statutory Health Insurance Physicians
e) A representative from the German Hospital Feder-
ation
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f) A representative from the German Association of
Medical Technologists and Analysts
g) A representative from the competent industrial as-
sociation
h) Three state representatives
i) A representative from the German Federal Ministry
for Health
j) A representative from the Federal Institute for Drugs
and Medical Devices
k) A representative from the Federal Institute of
Physics and Metrology

(5) The business of the Advisory Committee shall be ad-
ministrated by the German Medical Association. The
German Medical Association shall bear the costs for
conducting the Advisory Committee meetings. The parti-
cipation costs for the members shall be borne by the
delegating institutions.
(6) The Advisory Committee shall issue for itself and the
expert committees bylaws in accordance with Section D
of these guidelines.

D Expert Committees
(1) There shall be an expert committee for each Section B.
(2) The composition of the expert committees and their
tasks shall be set forth in the special D sections.
(3) The business of the expert committees shall be admin-
istrated by the GermanMedical Association. The German
Medical Association shall bear the costs for conducting
the expert committee meetings. Participation costs in-
curred by the members shall be borne by the delegating
institutions.
(4) The expert committees shall work in accordance with
the bylaws issued by the Advisory Committee.

D 1 Expert Committee “Quantitative
Medical Laboratory Testing”

(1) The expert committee “Quantitative Medical Laborat-
ory Testing” shall be established at the German Medical
Association and have the following tasks:

a) Advising the German Medical Association in all
questions pertaining to Sections B 1 and E 1
b) Establishing the acceptance modalities for the
round robin tests
c) Responding to questions pertaining to the applica-
tion of Sections B 1 and E 1
d) Collecting, assessing and formulating suggestions
for updating Sections B1 and E 1

(2) The members of this expert committee are recom-
mended by the institutions listed in Paragraph (3) and
are appointed by the Executive Board of the German
Medical Association for a period of 4 years. Extraordinary
appointments during the current term shall remain in ef-
fect until the end of the term. Re-appointments are per-
mitted. The expert committee shall elect a chairman from
among its members. Themembers of the expert commit-

tee may be represented by proxy with approval of the
chairman.
The expert committee may commission experts.
(3) Members of the expert committee include:

a) Three representatives from the competent scientific
and medical societies
b) A representative from the German Medical Associ-
ation
c) A representative from the National Association of
Statutory Health Insurance Physicians
d)A representative of the GermanHospital Association
e) A representative from the German Association of
Medical Technologists and Analysts
f) A representative from the competent industrial as-
sociation
g) Two state representatives
h) A representative from the Federal Institute of
Physics and Metrology

D 2 Expert Committee “Qualitative
Medical Laboratory Testing”

(1) The expert committee “QualitativeMedical Laboratory
Testing” shall be established at the German Medical As-
sociation and have the following tasks:

a) Advising the German Medical Association in all
questions pertaining to Sections B 2 and E 2
b) Establishing the acceptance modalities for the
round robin tests
c) Responding to questions pertaining to the applica-
tion of Sections B 2 and E 2
d) Collecting, assessing and formulating suggestions
for updating Sections B2 and E2

(2) Themembers of this expert committee are recommen-
ded by the institutions listed in Paragraph (3) and are
appointed by the Executive Board of the GermanMedical
Association for a period of 4 years. Extraordinary appoint-
ments during the current term shall remain in effect until
the end of the term. Re-appointments are permitted. The
expert committee shall elect a chairman from among its
members. Themembers of the expert committeemay be
represented by proxy with approval of the chairman.
The expert committee may commission experts.
(3) Members of this expert committee include:

a) Five representatives from the competent scientific
and medical societies
b) A representative from the German Medical Associ-
ation
c) A representative from the National Association of
Statutory Health Insurance Physicians
d) A representative from the German Hospital Feder-
ation
e) A representative from the German Association of
Technical Assistants in Medicine
f) A representative from the competent industrial as-
sociation
g) Two state representatives
h) A representative from the Federal Institute of
Physics and Metrology
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D 3 Expert Committee “Direct Detection
and Characterisation of Infectious
Agents”

(1) The expert committee “Quality Assurance for Medical
Laboratory Testing for Direct Detection and Characterisa-
tion of Infectious Agents” shall be established at the
GermanMedical Association and have the following tasks:

a) Advising the German Medical Association in all
questions pertaining to Sections B 3 and E 3
b) Establishing the acceptance modalities for the
round robin tests
c) Responding to questions in the application of Sec-
tions B 3 and E 3,
d) Collecting, assessing and formulating suggestions
for updating Sections B 3 and E 3.

(2) Themembers of this expert committee are recommen-
ded by the institutions listed in Paragraph (3) and are
appointed by the Executive Board of the GermanMedical
Association for a period of four years. Extraordinary ap-
pointments during the current term shall remain in effect
until the end of the term. Re-appointments are permitted.
The expert committee shall elect a chairman from among
its members. The members of the expert committee may
be represented by proxy with approval of the chairman.
The expert committee may commission experts.
(3) Members of the expert committee include:

a) Five representatives from the competent scientific
and medical societies
b) A representative from the German Medical Associ-
ation
c) A representative from the National Association of
Statutory Health Insurance Physicians
d) A representative from the German Hospital Feder-
ation
e) A representative from the German Association of
Technologists and Analysts
f) A representative from the competent industrial as-
sociation
g) A state representative
h) One representative from PTB, RKI, PEI and BfArM
respectively

D4 Expert Committee “SpermAnalysis”

(1) The expert committee “Sperm Analysis” shall be es-
tablished at the German Medical Association and have
the following tasks:

a) Advising the German Medical Association in all
questions pertaining to Sections B 4 and E 4
b) Establishing the acceptance modalities for the
round robin tests
c) Responding to questions pertaining to the applica-
tion of Sections B 4 and E 4
d) Collecting, assessing and formulating suggestions
for updating Sections B 4 and E 4.

(2) The members of this expert committee are recom-
mended by the institutions listed in Paragraph (3) and

are appointed by the Executive Board of the German
Medical Association for a period of four years. Extraordin-
ary appointments during the current term shall remain
in effect until the end of the term. Re-appointments are
permitted. The expert committee shall elect a chairman
from among its members. The members of the expert
committee may be represented by proxy with approval of
the chairman.
The expert committee may commission experts.
(3) The expert committee includes:

a) Five representatives from the competent scientific
and medical societies
b) A representative from the German Medical Associ-
ation
c) A representative from the National Association of
Statutory Health Insurance Physicians
d) A representative from the German Hospital Feder-
ation
e) A representative from the German Association of
Technologists and Analysts
f) A representative from the competent industrial as-
sociation
g) A state representative
h) A representative from the Federal Institute of
Physics and Metrology

D 5 Expert Committee
“Molecular-genetic and Cytogenetic
Medical Laboratory Testing”

(1) The expert committee “Molecular-genetic and Cytogen-
etic Medical Laboratory Testing” shall be established at
the German Medical Association and have the following
tasks:

a) Advising the German Medical Association in all
questions pertaining to Sections B 5 and E 5
b) Establishing the acceptance modalities for the
round robin tests
c) Responding to questions pertaining to the applica-
tion of Sections B 5 and E 5
d) Collecting, assessing and formulating suggestions
for updating Sections B 5 and E 5.

(2) The members of this expert committee are recom-
mended by the institutions listed in Paragraph (3) and
are appointed by the Executive Board of the German
Medical Association for a period of 4 years. Extraordinary
appointments during the current term shall remain in ef-
fect until the end of the term. Re-appointments are per-
mitted. The expert committee shall elect a chairman from
among its members. Themembers of the expert commit-
tee may be represented by proxy with approval of the
chairman.
The expert committee may commission experts.
(3) Members of this expert committee include:

a) Three representatives from the competent scientific
and medical societies
b) A representative from the German Medical Associ-
ation
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c) A representative from the National Association of
Statutory Health Insurance Physicians
d) A representative from the German Hospital Feder-
ation
e) A representative from the German Association of
Technologists and Analysts
f) A representative from the competent industrial as-
sociation
g) A state representative
h) A representative from the Federal Institute of
Physics and Metrology
i) A representative from the Robert Koch Institute

E General requirements for
reference institutions conducting
round robin tests
(1) Round robin tests are conducted by reference institu-
tions. These reference institutions are appointed by the
German Medical Association for a period of five years.
The appointment requires the following requirements to
be met:

a) The reference institution has proven that it main-
tains a quality management system, exhibits reliability
and expertise, is able to provide personnel with the
expertise necessary for running the reference institu-
tion, and can raise the funds needed for the necessary
rooms, technical equipment and ongoing operations.
b) The reference institution must have at its disposal
a sufficient number of reference laboratories that are
qualified to conduct the work at hand.
c) The reference institution or its sponsor must prove
that it is willing and capable of compensating for any
loss that may result from an activity performed in ac-
cordance with these guidelines.
d) The reference institutionmust be fully independent
of the persons responsible for placingmedical devices
on the market in line with Section 5 of the German
Medical Devices Act (MPG).

The appointment can be repealed if the requirements
are no longer fulfilled in their entirety.
(2) The reference institutions are each specifically respon-
sible for:

a) Announcing, organising and properly executing the
round robin tests in accordance with these guidelines,
and for the timely assessment and publication of the
findings.
b) Appointing the round robin test leaders
c) Selecting and reviewing the suitability of the round
robin testing material
d) Determining the target values of the control
samples used in external quality assurance in conjunc-
tion with reference laboratories
e) Taking further measures if problems with the round
robin test samples arise, and involving the affected
manufacturer if necessary.

(3) The special requirements of the round robin testing
organisations and of the round robin tests are regulated
in the special Section E 1.

E 1 Special requirements for round robin
testing of quantitative medical
laboratory tests

1 Duties of the reference institutions

(1) Each of the reference institutions ensure that a suffi-
cient number of round robin tests are provided for all of
the measurement parameters listed in Table B1 a-c so
that every medical laboratory can participate in at least
one round robin test per quarter. Exceptions may only be
made if it can be documented that there is an insufficient
amount of suitable round robin test samples.
(2)The reference institutions shall announce for one year
in advance the round robin tests that they will conduct
for the measurement parameters as per Paragraph (1).
This announcement includes:

a) The deadline for applying to participate in the round
robin tests
b) The date of sample shipment and the deadline for
sending back the results
c) Themeasurement parameters involved in the round
robin test, as appropriate, with details on the analytical
procedure
d) Type of sample material, and the sample volumes
of the liquid or reconstituted round robin test samples.

(3) The reference institutions select the round robin test
samples and check their suitability. The suitability of the
selected round robin test samples for thosemeasurement
parameters, which are analysed based on reference
method values,must be checked under routine conditions
using routine analytical procedures before they can be
used in the round robin tests.
(4) The reference institutions charge suitable reference
laboratories with the responsibility to determine the ref-
erence method values of round robin test samples for
external quality assurance, if this is required in Table B
1 a-c of Section B 1 of these guidelines. The reference
laboratories are deemed suitable if they are accredited
calibration laboratories in accordance with DIN EN/IEC
17025 and DIN EN ISO 15195. This only applies to
measurement parameters where an accreditation is
offered by an accreditation body. Only those accreditation
bodies which are included in the Multilateral Agreement
on the Mutual Acceptance of Calibration Certificates of
the European Co-operation for Accreditation (EA) may be
used. Moreover the leader of a reference laboratory must
have special expertise and experience in the area of the
reference measuring methods and be capable of testing
new methods.
(5) For every round robin test, the reference institutions
commission each participant to analyse at least two round
robin test samples with varying concentrations or to
analyse the activities of the measurement parameters.
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(6) The reference institutions send the round robin test
samples to each round robin test participant with infor-
mation on handling the samples and conveying their test
results.
(7) Reference institutions only analyse measurement
results which were submitted by the round robin test
participant before the set deadline.
(8) A certificate showing the submission date of the round
robin test is to be issued to each round robin test parti-
cipant whose testing results are within the permitted
evaluation limits. In addition, a participation certificate
is to be issued for all analytes for which a round robin
test was conducted. Certificate and participation certifi-
cate are to be sent to the participants no later than four
weeks before the next round robin test.
Round robin test participants are also to be informed of:

a) Target values and evaluation limits of the round
robin test samples
b) Mean value and standard deviation of themeasure-
ment results of all participants and the measuring
procedures used
c) Number of participants, as appropriate, listed ac-
cording to measurement procedure.

The certificate is valid for 6 months.
(9) If the reference institution establishes that participants
generally are not receiving a certificate for ameasurement
parameter with reagents or devices from a particular
manufacturer and if the cause for this cannot be traced
to the medical laboratory taking part in the round robin
test or the reference institution, the appropriate federal
authorities are to be notified if this can be defined as an
“incident” according to Section 2 of Germany’s Medical
Devices Safety Plan Ordinance.
(10) Further provisions for conducting round robin tests
and analysing round robin test results are set forth in
implementation regulations. These are published by the
GermanMedical Association and by the reference institu-
tions.

2 Determining target values

(1) After consulting with its competent committees and
the parties affected, the German Medical Association
establishes and announces which type of target value is
to be used for the measurement parameters. Reference
measurement procedures are to be used, where possible,
when determining the target values in control samples.
(2) The reference institutions establish the test plans for
determining the target values of the round robin test
samples, commission the reference laboratories, and
analyse the measurement results, consolidating these
into a target value.
(3) The reference institutionsmust store the documenta-
tion used in determining the target values for a period of
at least five years beginning from when they were used
in the round robin tests.

2.1 Determining reference method values

(1) The reference laboratory commissioned by the refer-
ence institution uses a reference measuring method to
calculate the referencemethod value for ameasurement
parameter.
(2) The reference method values for round robin test
samples must be available before the start of the round
robin test. Exceptions are permitted in special cases (e.g.
very limited shelf life of the control sample).

2.2 Determining the set values

The set values depend on themeasuringmethod and are
calculated from the round robin tests as an arithmetic
average or as a median.

3 Analysing the round robin test results

(1) Analysis is performed based on column 5 in Table B
1 a–c .
(2) If the entire population or method-dependent sub-
populations of the participants’ results show a consider-
able deviation to the target value, i.e. a deviation which
influences the pass rate, the reference institutions must
research the cause and, if possible, rectify this in co-op-
eration with the affectedmanufacturer of the round robin
test sample or with experts. They are to check whether,
in such a case, extending the acceptance limits or chan-
ging the target value would allow for an acceptable result.
They decide whether the results are to be analysed ac-
cording to the acceptance limits listed in Column 5 or
according to the modified acceptance limits, or whether
the round robin test is to be repeated for this measure-
ment parameter.
The process is to be substantiated and documented. The
round robin test participants and the expert committee
at the German Medical Association are to be informed in
accordance with Section B 1.

E 2 Special requirements for round robin
testing of qualitativemedical laboratory
tests

1 Obligations of the reference institutions

(1) Each of the reference institutions ensure that a suffi-
cient number of round robin tests can be offered for all
of the tests listed in Table B 2-2 so that every medical
laboratory can participant at the intervals stipulated in
Table B 2-2. Exceptions can only be made when there is
an insufficient number of round robin test samples
available.
(2) The reference institutions announce, one year in ad-
vance, the round robin tests that they will conduct for the
tests as per Paragraph (1). This announcement includes:
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a) The deadline for applying to participate in the round
robin tests
b) The date of sample shipment and the deadline for
returning the results
c) The tests involved in the round robin test, with re-
quisite details on the testing procedure
d) Type of sample material, the sample volumes of
the liquid or reconstituted round robin test samples.

(3) The reference institutions select the round robin test
samples and check their suitability. The suitability of the
selected round robin test samples for these tests, which
are analysed based on reference method values, must
be checked under routine conditions using routine ana-
lytical procedures before they can be used in the round
robin tests.
(4) For every round robin test, the reference institutions
commission each participant to analyse at least two round
robin test samples.
(5) The reference institutions send the round robin test
samples to each round robin test participant with infor-
mation on handling the samples and conveying their
measuring results.
(6) Reference institutions only analyse testing results
which were submitted by the round robin test participant
before the set deadline.
(7) A certificate showing the submission date of the round
robin test is to be issued to every round robin test parti-
cipant whose test results concur with the target results
or are within the permitted evaluation limits. Furthermore,
a participation certificate is to be issued for all tests where
participation in a round robin test occurred. Certificate
and participation certificate are to be sent to the parti-
cipants no later than four weeks before the next round
robin test.
Round robin test participants are also to be informed of:

a) Target results and, if applicable, evaluation limits
of the round robin test samples.
b) Mean value of the test results for all participants,
and the testing procedures used.
c) Number of participants, as appropriate, listed ac-
cording to testing procedure.

The certificate is valid for double the interval given in
Table B 2-2.
(8) If the reference institution establishes that participants
generally are not receiving certificates for a test with re-
agents or devices from a particular manufacturer, and if
the cause for this cannot be traced to themedical labora-
tories’ participation in the round robin test or the refer-
ence institution, the appropriate federal authorities are
to be notified if this can be defined as an “incident” ac-
cording to Section 2 of Germany’s Medical Devices Safety
Plan Ordinance.
(9) Further provisions for conducting round robin tests
and analysing round robin test results are set forth in
implementation regulations. These are published by the
GermanMedical Association and by the reference institu-
tions.

2 Determining the target results

(1) After consulting with its competent committees and
the parties affected, the German Medical Association
establishes and announces the type of target result to
be used in the test. Reference test procedures are to be
used, where possible, when determining the target results
in control samples.
(2) The reference institutions establish the test plans for
determining the target results of the round robin test
samples, commission the reference laboratories, and
analyse the results, consolidating these into a target
value.
(3) The reference institutionsmust store the documenta-
tion used in determining the target values for a period of
at least five years starting from when they were used in
the round robin tests.

3 Analysing the round robin test results

(1) Analysis is performed based on the target results. The
evaluation criteria must be fulfilled for all samples. The
participants are to be notified of the evaluation criteria
by the round robin test organisations.
(2) If the entire population or method-dependent sub-
populations of the participants’ results show a consider-
able deviation to the target value, i.e. a deviation which
influences the pass rate, the reference institutions must
search for the cause and, if possible, to rectify this in co-
operation with the affected manufacturer of the respect-
ive test systems or with experts. They are to check
whether, in such a case, changing the target result would
allow for an acceptable result or whether the round robin
test is to be repeated for this measurement parameter.
This process is to be substantiated and documented. The
participants of the round robin test and the expert com-
mittee at the German Medical Association are to be in-
formed in line with Section D 2.

E 3 Special requirements for round robin
testing of medical laboratory detection
and characterisation of infectious agents

1 Obligations of the reference institutions

(1) Each of the reference institutions ensure that a suffi-
cient number of round robin tests are offered for the tests
listed in Tables B 3 - 2 and B 3 - 2a so that every medical
laboratory can participate at the intervals specified in
Tables B 3-2 and B 3-2a. Exceptions can only be made
when there is an insufficient amount of round robin test
samples available.
(2) The reference institutions announce for one year in
advance the round robin tests that they will conduct for
the tests as per Paragraph (1). This announcement in-
cludes:
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a) The deadline for applying to participate in the round
robin tests
b) The date of sample shipment and the deadline for
sending back the results
c) The tests involved in the round robin test, if neces-
sary, with details on the analytical procedure
d) Type of sample material, the sample volumes of
the liquid or reconstituted round robin test samples
e) Acceptance modalities.

(3) The reference institutions select the round robin test
samples and check their suitability. The suitability of the
selected round robin test samplesmust be checked under
routine conditions using routine analytical procedures
before they can be used in the round robin tests.
(4) For every round robin test, the reference institutions
commission each participant to analyse at least two round
robin test samples.
(5) The reference institutions send the round robin test
samples to each round robin test participant with infor-
mation on handling the samples and conveying their
results.
(6) Reference institutions only analyse test results which
were submitted by the round robin test participant before
the set deadline.
(7) A certificate showing the round robin test submission
date is to be issued to every round robin test participant
whose test results concur with the target results or are
within the permitted evaluation limits. Furthermore, a
participation certificate is to be issued for all tests where
participation in a round robin test occurred. Certificate
and participation certificate are to be sent to the parti-
cipants no later than four weeks before the next round
robin testing date.
Round robin test participants are also to be informed of:

a) Target results and, where necessary, evaluation
limits of the round robin test samples
b) Themean value of the test results of all participants
and the testing procedures used.
c) Number of participants, as appropriate, listed ac-
cording to test procedure.

The certificate is valid for double the interval listed in
Tables B 3-2 and B 3-2a.
(8) If the reference institution establishes that participants
generally are not receiving a certificate for tests with re-
agents or devices from a particular manufacturer and if
the cause for this cannot be traced to the medical labor-
atories taking part in the round robin test or the reference
institution, the appropriate federal authorities are to be
notified if this can be defined as an “incident” according
to Section 2 of Germany’s Medical Devices Safety Plan
Ordinance.
(9) Further provisions for conducting round robin tests
and analysing round robin test results are set forth in
implementation regulations. These are published by the
GermanMedical Association and by the reference institu-
tions.

2 Determining target results

(1) After consultation is carried out in its competent
committees, and after listening to the parties affected,
the German Medical Association establishes and an-
nounces the type of target result to be used in the tests
and how the target values are to be determined. Refer-
ence testing procedures are to be usedwhenever possible
to determine target results in control samples.
(2) The reference institutions establish the test plans for
determining the target results of the round robin test
samples, commission the reference laboratories, analyse
the results, and consolidate these into a target value.
(3) The reference institutionsmust store the documenta-
tion used in determining the target results for a period of
at least five years starting from when they were used in
the round robin tests.

3 Analysing the round robin test results

(1) Analysis is performed using the target results. The
assessment criteria must be fulfilled for every sample.
The round robin testing organisations are to inform the
participants of assessment criteria.
(2) If the entire population or method-dependent sub-
populations of the participants’ results show a consider-
able deviation to the target value, i.e. a deviation which
influences the pass rate, the reference institutions must
search for the cause and, if possible, rectify this in cooper-
ation with the affected manufacturer of the round robin
test sample, the manufacturers of the respective test
systems, or with other experts. They are to review
whether, in such a case, changing the target result would
allow for an acceptable result. They decide whether the
round robin test is to be repeated for this test.
This process is to be substantiated and documented. The
participants of the round robin test and the expert com-
mittee at the German Medical Association are to be in-
formed in line with Section D 3.

E 4 Special requirements for round robin
testing of sperm analyses

1 Obligations of the reference institutions

(1) Each of the reference institutions ensures that a suf-
ficient number of round robin tests are provided for all
listed tests, so that every medical laboratory can particip-
ate in at least one round robin test per half year. Excep-
tions can only be made when there is an insufficient
amount of round robin test material available.
(2) The round robin test is comprised of a test for sperm
concentration, sperm motility and sperm morphology.
(3) The reference institutions are to announce, one year
in advance, the round robin tests that they will conduct
as per Paragraph (1). This announcement includes

40/43
GMS Zeitschrift zur Förderung der Qualitätssicherung in medizinischen

Laboratorien 2015, Vol. 6, ISSN 1869-4241

Bundesärztekammer (German Medical Association) et al.: Guidelines of the German Medical Association on quality ...



a) The deadline for applying to participate in the round
robin tests
b) The date of control material shipment and the
deadline for sending back the results
c) Themeasurement parameters included in the round
robin test, if necessary, with details on the measuring
procedure
d) The type of round robin test material, the sample
volumes of the liquid or reconstituted round robin
testing materials.

(4) The reference institutions select the round robin
testingmaterials and check their suitability. The suitability
of the selected round robin test samples is to be tested
under routine conditions using routine testing procedures
before being used in the round robin test.
(5) For each round robin test, the reference institutions
commission each participant to analyse at least two sets
of round robin testing materials.
(6) The reference institutions send the round robin testing
materials to each round robin test participant with instruc-
tions on handling the material and conveying their test
results.
(7) Reference institutions shall only analysemeasurement
results that have been submitted by the round robin test
participant before the set deadline.
(8) A certificate showing the round robin test submission
date is to be issued to every round robin test participant
whose test results concur with the target results or are
within the permitted evaluation limits. Furthermore, a
participation certificate is to be issued for all tests where
participation in a round robin test occurred. Certificate
and participation certificate are to be sent to the parti-
cipants no later than four weeks before the next round
robin testing date.
Round robin test participants are also to be informed of:

a) The target values and evaluation limits of the round
robin test materials
b) Mean value and standard deviation of themeasure-
ment results of all participants and the procedures
used
c) The number of participants, where appropriate, lis-
ted according to the measurement procedure.

Certificates are valid for 12 months.
(9) If the reference institution establishes that participants
generally are not receiving a certificate for specific
measurement procedure and if the cause for this cannot
be traced to the medical laboratory taking part in the
round robin test or the reference institution, the appropri-
ate federal authorities are to be notified if this can be
defined as an “incident” according to Section 2 of Ger-
many’s Medical Devices Safety Plan Ordinance.
(10) Further provisions for conducting round robin tests
and analysing round robin test results are set forth in
implementation regulations. These are published by the
GermanMedical Association and by the reference institu-
tions.

2 Determining target results

(1) After consultation is carried out in its competent
committees, and after listening to the parties affected,
the German Medical Association establishes and an-
nounces the type of target result to be used in the tests
and how the target values are to be determined. Refer-
ence testing procedures are to be usedwhenever possible
to determine target results in control samples. Target
values are calculated from the respective round robin
tests as an arithmetic average or mean.
(2) The reference institutions establish the test plans for
determining the target results of the round robin test
samples, commission the reference laboratories, analyse
the results, and consolidate these into a target value.
(3) The reference institutionsmust store the documenta-
tion used in determining the target values for a period of
at least five years starting from when they were used in
the round robin tests.

3 Analysing the round robin test results

(1) Analysis is conducted based on target results. The
assessment criteria must be fulfilled by all samples. The
reference institutions are to inform the participants of
the assessment criteria.
(2) If the entire population or method-dependent sub-
populations of the participants’ results show a consider-
able deviation to the target value, i.e. a deviation which
influences the pass rate, the reference institutions must
search for the cause and, if possible, rectify this in cooper-
ation with experts. They are to review whether, in such a
case, extending the acceptance limits or changing the
target value would allow for an acceptable result. They
decide whether the results are to be analysed using the
previously determined set values or using modified eval-
uation limits, or whether the round robin test is to be re-
peated. This process is to be substantiated and docu-
mented. The participants of the round robin test and the
expert committee at the GermanMedical Association are
to be informed in line with Section D 4.

E 5 Special requirements for round robin
testing of molecular-genetic and
cytogenetic medical laboratory testing

1 Obligations of the reference institutions

(1) Each of the reference institutions is to ensure that a
sufficient number of round robin tests are offered for all
the tests or test statistics listed in Table B 5-1 Column 7
or Table B 5-2b, and for methodical round robin tests so
that every medical laboratory can participate at the inter-
vals given in Table B 5-1 Column 7 or Table B 5-2b. Ex-
ceptions can only bemade when there are an insufficient
number of round robin test samples available.
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(2) The reference institutions announce for one year in
advance the round robin tests they have planned in ac-
cordancewith Paragraph (1). This announcement includes

a) The deadline for applying to participate in the round
robin tests
b) The date of sample shipment and the deadline for
sending back the results
c) The tests included in the round robin test, if neces-
sary, with details on the testing procedure
d) Type of sample material, the sample volumes of
the liquid or reconstituted test samples.

(3) The reference institutions select the round robin test
samples and check their suitability. The suitability of the
selected round robin test samples for those tests, which
are analysed on the basis of reference method results,
must be checked under routine conditions using routine
analytical procedures before they can be used in the
round robin tests.
(4) For every round robin test the reference institutions
commission, each participant is to analyse at least two
round robin test samples.
(5) The reference institutions send the round robin test
samples to each round robin test participant with infor-
mation on handling the samples and conveying their test
results.
(6) Reference institutions shall only analyse test results
which were sent off by the round robin test participant
before the set deadline.
(7) A certificate showing the round robin test submission
date is to be issued to every round robin test participant
whose test results concur with the target results or are
within the permitted evaluation limits. Furthermore, a
participation certificate is to be issued for all tests where
participation in a round robin test occurred. Certificate
and participation certificate are to be sent to the parti-
cipants no later than four weeks before the next round
robin testing date.
Round robin test participants are also to be informed of:

a) The target results and, where appropriate, evalu-
ation limits of the round robin test samples
b) Themean value of the test results of all participants
and the procedures used
c) Number of participants, as appropriate, listed ac-
cording to test procedure.

The certificate is valid for double the interval listed in
Table B 5-1 Column 7 and Table B 5-2b.
(8) If the reference institution establishes that participants
generally are not receiving a certificate for ameasurement
parameter with reagents or devices from a particular
manufacturer, and if the cause for this cannot be traced
to the medical laboratories taking part in the round robin
test or the reference institution, the appropriate federal
authorities are to be notified if this can be defined as an
“incident” according to Section 2 of Germany’s Medical
Devices Safety Plan Ordinance.
(9) Further provisions for conducting round robin tests
and analysing round robin test results are set forth in
implementation regulations. These are published by the

GermanMedical Association and by the reference institu-
tions.

2 Determining the target results

(1) After consultation is carried out in its competent
committees, and after listening to the parties affected,
the German Medical Association establishes and an-
nounces the type of target result to be used in the tests
and how the target values are to be determined. Refer-
ence testing procedures are to be usedwhenever possible
to determine target results in control samples..
(2) The reference institutions establish the test plans for
determining the target results of the round robin test
samples, commission the reference laboratories, and
analyse the results, consolidating these into a target
result.
(3) The reference institutionsmust store the documenta-
tion used in determining the target values for a period of
at least five years starting from when they were used in
the round robin tests.

3 Analysing the round robin test results

(1) Analysis is based on the target results. The evaluation
criteria is to be fulfilled for all samples. The round robin
testing organisations are to notify the participants of the
evaluation criteria.
(2) If the entire population or method-dependent sub-
populations of the participants’ results show a consider-
able deviation from the target value, i.e. a deviation which
influences the pass rate, the reference institutions must
search for the cause and, if possible, rectify this in co-
operation with the affected manufacturer of the round
robin test sample or with experts. They are to review
whether, in such a case, changing the target result would
allow for an acceptable result or whether the round robin
test is to be repeated for this measurement parameter.
This process is to be substantiated and documented. The
participants of the round robin test and the expert com-
mittee at the German Medical Association are to be in-
formed in line with Section D 5.

F Temporary regulations
The requirements set forth in Section B3 are to be fulfilled
by 31 May 2015.

G Entry into force
The amendments to these guidelines, established on 11
April 2014, shall enter into force with the publishing of
the Deutsches Ärzteblatt.
Amendments to Table B1 a to c shall enter into force on
1 January 2015.
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The “Guidelines for Quality Assurance in Microbiology”
dated 10 January 1992 (Deutsches Ärzteblatt 89 (1992)
Issue 7) shall become ineffective on 1 April 2015.

Effective as of June 2014
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